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A New Series of Microwave Sweep Oscillators 
with Flexible Modulation and Leveling 



In microwave work one of the valuable and 
inherently appealing test instruments is the mi- 
crowave sweep generator. Such generators can 
greatly simplify difficult microwave investigations, 
as discussed in several past articles' on sweep- 
frequency techniques. 

A new series of microwave sweep oscillators 
has now been designed which incorporates a num- 
ber of new conveniences. These oscillators, espe- 
cially when used with 



see Ano some of the advanced 

High re\alution microwave , , 

. components recently 

jpeclrum eiominadon, p 8. r 

developed in the -hp- 
laboratories', make microwave sweep methods 
simpler, more accurate and more meaningful than 
ever. 

The new sweepers collectively cover the fre- 



quency range from 1 to 40 gigacycles (kilomega- 
cycles). A major factor in their convenience 
derives from their use of a p-i-n diode type modu- 
lator in the output circuits of those generators 
covering the 1 to 12.4 Gc region. This type of 
modulator permits the generators to be modu- 
lated or leveled with virtually no reaction on the 
generated carrier frequency, since the voltages 
and currents in the oscillator tube remain con- 
stant. As a result, more accurate frequency speci- 
fications are possible in all operating functions. 

1 P. D. Lacy and D. E Wheeler. "A New 8- 12 kMc Voltage- Tuned Sweep Oscil 
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: R. B. Riley, "A New Coavul Crystal Detector with Eitremely Flat Freouenci 
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' N. J. Kuhn. "A New Microwave Modulator". Hewlett Packard Journal. Vol. 14, 
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Fig. 1. New —hp— Microwave Sweep Oscillators collec- 
tivity cover frequency range from I lo 40 Gc, have many 
conveniences /or sweep-frequency type measurements. 
Either internal or external "leveling" can he used, hut 
external leveling is to be preferred, as discussed in text. 
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Fig. 2. Comparison of leveled potter incident upon a 
typical-VSnfl load when external leveling is used 
flipper curve) and when internal leveling is used 
(lower curve). Equipment arrangements for making 
curves are shown in Fig. 6 and discussed in tevl. 



PRINTED IN U S A 



COPVRIGMT 1063 HEWLETT-PACKARD CO. 



© Copr. 1949-1998 Hewlett-Packard Co. 




3 



-— : • 
> 



BDEiB 



aaaa - 

0 o 



Fig. 3(a). TVeu' -hp- Model 692 B Sweep Oscillator 
operates from 2 (o 4 Gc. "B" suffix on model number 
indieales instrument has p i n diode type modulator/ 
attenuator in its output circuit for maximum flexibil- 
ity in modulation and leveling. 



Fig. 3(b). New -hp- Model 69.1 A Sweep OscillatOI 
operates from 4 to H tie. Both "A" and " B" series of 
Oscillators have exclusive panel lamp to indicate prop- 
er leveling operation. 



For applications where this im- 
proved performance is not required, 
;i second series of ihe generators 
("A" series) is provided with ,i grid- 
cathode type modulation circuit. 
I he accompanying table shows the 
frequency ranges and minimum 
rated power output of the genera* 
tors in each of the series. 

Other conveniences achieved in 
the new generators iu< hide accu- 
rately* alihr.i ted wide- and narrow 
hand sweeps, independent Stan and 
stop frequency controls, a manual 
sweep control for setting end-point 
and marker frequencies with wave- 
meter accuracy, and other features 
described later. 

SWEEP ARRANGEMENTS 

Fig. 3 shows the front panel o| i In- 
new- sweepers. As indicated by the 

lour i i NrnoN push-button switches 
at the lower left hand center of the 
panel, there arc four types ol sweeps 
With a choice <>l four sweep modes 
(SWEEP SELECTOR switch) for each 
sweep. In the start STOP function 
(Fig. -la), the frequent \ at which the 
sweep starts is set by the start cw 
control, and the frequency at which 
the sweep stops by the STOP AF con 



trol. Both controls are independ- 
ently adjustable to any frequency 
in the entire band and can be set 
so that the sweep will occur toward 
a higher or a lower frequency with 
respec t to time. 

In the AF function, the instru- 
ment sweeps across a narrow baud 
centered upon a frequency which is 
set by the start/cw control, as 
shown in Fig. 4(b). The width ol 
the band being swept is set by the 
siop aF control which is calibrated 
(lower scale of slide-rule dial) from 
a maximum sweep Width ol 1,095 "il 
the lotal frequency band to a mini 
mum ol approximately (). I",' ol the 
total band. In automatic sweep, 
then, the instrument sweeps from 
the ew — vSaF frequency to the ew 
-f-'/iAF frequency. 

Two independent markers set on 
separate digital dials (MARKER I and 
M arkkr ii) and direc t reading in (.c 
can be positioned anywhere on the 
si \ri stop or aF sweeps. The mark- 
ers amplitude-modulate the R.F out 
put power and are triangular in 
shape. They are about 2 to I db ol 
power in amplitude and approxi- 
mately 0.1% of the frequency band 



Model No. 



691A. 691B 
692A. 692B 
693A. 693B 
694A. 694B 

695A 

696A 

697A 



SWEEP GENERATOR RANGES 
AND DESIGNATIONS 

Minimum 



Frequency Range 



1 o Gc to 2.0 Gc 

2 0 Gc to 4.0 Gc 
4.0 Gc to 8 0 Gc 
8 0 Gc to 12.4 Gc 

12 4 Gc Co 18 0 Gc 
18.0 Gc lo 26 5 Gc 
26 5 Gc lo 40 0 Gc 



RF Power Output 
"A" Series "B" Series 



100 mw 
70 mw 
20 m« 
20 rrm 
10 mw 
10 mw 
5 mw 



60 mw 
40 mw 
10 mw 
10 mw 



in width. Since their width is a 
function of RF frequency and not 
of time, their resolution is constant 
regardless of the sweep speed, i.e.. 
ol the SWEEP riME selling. 

A third independent sweep ar- 
rangement is extremely useful when 
narrow band arrd wide-band meas- 
urements are required alternately 
On the same device. This sweep, 
tailed marker SWEEP; uses as end 
points the frequencies set bj the 

M \RKER I and MARKER ll controls, By 
use of this sweep arrangement, it is 
easy to c hange from the main sweep 
to a different sweep range without 
c hanging the end points ol the main 
iweep. For example, the ai range 
nieni enables a wide band sweep to 
be set up on the START/STOP sweep, 
and lire portion of this sweep brae k- 
eted by markets i<> be expanded 
in marker sweep for higher resolu- 
tion. Also, one sweep can be set up 
on start stop or AF. while a second 
sweep covering a different pari of 
I he generator band can l>e set up in 
marker sweep. In either case otre 
can quickly change from one sweep 
to another with the push-button 
switches without resetting end fre- 
quencies, marker sweep has the 
same accuracy specifications as the 
main START stop sweep. 

A fourth sweep arrangement (ton 
em) provides for external sweeping 
or for control of the RF frequenc \ 
by external voltages. The center 
RF frequency is established by the 
sr \rt c:w c ontrol, and the full range 
of the generator can be swept The 
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1«2 LSC 172 10 
FREQUENCY (GO 
(a) Typical Start/Slop s« cr;i covering 
a large portion of Oscillator's 1-2 Cc 
frequency range. Internal markers are 
here set at 1.42 and 1.72 Cc. and a 
uavemeter pip is set at 1 .56 Gc. 





1.7? 



(b) Typical use of ±F sueep in which 
HF output is being swept ±5 Mc from 
1.56 Cc wavemeler pip in la). 



I 5S 

FREQUENCY (GC) 

(r) Typical use of Marker Sueep in 
WnUth RF output is being swept be- 
tween two markers at 1 .42 and I 72 Cc 
in (a). 



Fig. 4. Oscillograms demonstrating three oj the su eep arrangements in the new -hp- 690 Series Sweep Oscillators. 

setting the end poini m.irkers with 



external FM input, located imme- 
diately under the EXT FM push but- 
ton »n the panel, is direct-coupled 
for programming and automatic Fre- 
quency- control applications and 
has .i bandwidth greater than 20 ki . 

SWEEP MODES 

The four sweep modes provided 
by the SWEEP selector switch at the 
left of the panel can l>e used with 
any of the three intei rial sweep lime - 
lions, i.e.. with any of the FUNCTION 
DUsh buttons except exi im. Some 
of these sweep modes are self- 
explanatory, but I here are several 
associated considerations that have 
special interest. One is that the gen- 
erators have been provided with an 
exclusive MANUAL SWEEP Control 
which ran be used to manuallv 
sweep the RF frequency between 
the precise end point settings. This 
control ( h (is greatly simplifies estab- 
lishing setups involving X-Y record 
ers or oscilloscopes. Ii also facilitates 



a wavemclei when higher nccui'ac) 
is desired than is provided In the 
markei calibrations. 

The TtUCCEK mode permils the 
sweep to Ixr initialed either by the 
panel HUGGER pushbutton or by an 

external signal. The trigger push- 
button will also return l lie RF fre- 
quency to ils start position Ijefore 
the end of the normal sweep when 
ilie pushbutton is depressed. Thus, 
on slow sweeps, this atrangemeni is 
particularly useful when it is de- 
sired to terminate ihe sweep pic 
maturely. 

In ah ro sweep the sweep is con- 
tinuously adjustable from III milli 
seconds to 1(10 seconds, as deter- 
mined by ihe sweep time controls. 
An end position on the sweep iimi 

vernier synchronizes ihe sweep to 
the power line frequency, 

The CW position is noimallv 



used when single-frequency output 
is desired. 

When the instrument is swee p 
ing. a SWEEP on light glows ai tin- 
top of the panel as a positive indi- 
cation of sweeping. This is panic u 
larly designed for slow sweep appli 
cations and is useful to indie ale thai 
the sweep has ended when no indi- 
c ating equipment such as an osc illo 
scope or recorder is being employed. 

SWEEP-RELATED VOLTAGES 

In all internal sweep functions 
iwo sweep-related voltages are pro 
vided for use with external equip- 
ment. One is a sawtooth for driving 
ihe horizontal system of an X-Y 
rec order or oscilloscope. I he sei ond 
is a voltage directly related to out- 
put frequency regardless o| the 
function or mode used. This volume 
is thus useful for triggering voltage 
coin! idem c ircuits or to give an ex- 
ternal voltage indication of the RF 
frequent > . 
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Fig. 5(a). "External leveling" equip- 
ment setup used to make record shown 
in Fig 2(a). I'se of long cable between 
generator und load still results in good 
leveling. 



Fig- 5(b). "Internal leveling" equipment setup used 
to make record shown in Fig. 2(b). II AI.C circuit is 
internally contained, leveling at 50-ohm load is poorer 
in ty pica l case where filter, cable, etc., (simulated b\ 
VSWR = 1.4 block) is required ahead of load 
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Fig. 6. Block diagram of circuit arrangement of " B" 
type of new -hp- 690 Scries Sticep Oscillators which 
uses p i n modulator in output circuit. 



POWER LEVELING 

To permit leveling the RF outpul 
power, a wide-band high-gain am- 
plifier has been included in the in- 
stalment. A directional coupler and 
crystal detector, required to com- 
plete the ALC (automatic level con- 
trol) loop, can be looted either 
inside or outside of the instrument, 
at the option of the user. There is. 
however, a decided advantage in 
external I) leveling the RF power at 
the load. If the power is internally 
leveled, poor directivity 4 in the 
sampling coupler, together with 
mismatch and transmission losses 
between the sampling coupler anil 
the load, will cause a considerable 
variation across the frequency band 
of power incident upon the load. 
An example of this is shown in Fig 
2 (b) , an X-V recorder plot of power 
incident upon a mcdium-VSWR 
load as a func tion of RF frequency. 
Ii> make this plot, a high-directivity 
coupler and detector were located 
at the front panel of a 691 B Sweep 
Use illator to simulate internal level- 
ing. The block diagram of the 
equipment arrangement i> shown in 
Fig. 5(b). A feed-through device 
with a measured maximum VSWR 
of 1.4 was placed between the samp 
ling coupler and the load. The load. 

1 The eouivalent source malch lor Ihe leveled source is 
a 'unction ol this coupler's dircctintjr. 



consisting of a 50-ohm terminal ion 
(VSWR = 1.05) and a ITS \ Ther- 
mistor Mount connected to an -hp- 
1 3 1 B Power Meter (VSWR = 1.2) 
i oimec ted in parallel, provide a 
load load VSWR of approximately 
2.0. The resultant power variation 
across the frequency band, meas- 
ured with the power meter and 
thermistor mount, was approxi- 
mately 1.0 db. In contrast to this. 
Fig. 2(a) shows the power incident 
on the same load when the same 
sampling coupler is located in an 

external leveling arrangement, is 
shown in the block diagram of Fig. 
5(a). In this case the power varia- 
tion aii iss the frequency band was 
only about .25 db. 

In addition to producing Hatter 
powet output across the frcipietux 
band, external leveling has the con- 
venience of producing good level- 
ing when the sweep oscillator is 
placed a considerable distance awa\ 
from the load under test. Am 
length of cable, or any component, 
such as a low-pass filter, placed be- 
tween the sampling coupler and the 
load will result in a significantly 
greater power variation tale as a 
result of mismatch losses and low 
sampling couplet directivity In 
addition, externa] leveling is par- 
ticularly advantageous when the 



measurements are to be made in 
waveguide using a sweep oscillatoi 
with coaxial output. In this case it 
is almost a necessity to use a wave- 
guide c oupler for sampling the inc i- 
dent power, particularly for reflec- 
tometer measurements. 

I he (590 series Sweep Oscillators 
ran also be leveled using in the 
ALC loop an -bp- Model 131 B 
Power Meter with an -hp— Mode l 
-187 A Thermistor Mount instead ol 
a crystal detector. In this case the 
478A attaches to the sampling arm 
ol the coupler and the "refolding 
output" of the 131 B Power Meter 
connects to the "ALC power meter 
leveling" input on the rear panel 
of the sweep oscillator. This pro- 
vides the sweep osc illator with a cal- 
ibrated RF output attenuator that 
is accurate to within + 0.2 db plus 
couplet variation across the lull fre- 
quency band. This arrangement is 
very useful for accurate attenuation 
and reflectometer measurements. 

Internal square wave modulation 
is provided for both leveled and un- 
levclcd operation tor use with s\\ R 
meters. 

The sweep oscillator can be ex- 
ternally amplitude-modulated In 
applying a signal to the external 
AM input on the front panel. Ap- 
proximately 20 volts is required to 
dec t ease the RF power a minimum 
of SO db 

THEORY OF OPERATION 

F'ig. li shows an overall bloc k dia- 
gram of the "B" series of sweep os- 
cillator whic h uses p i n diode mod 
ulation. The RF power output is 
controlled by the j)-i-n diode atten- 
uator modulator, which consists of 
several diodes spaced symmetrically 
along a strip transmission line. The 
attenuation in this device is approx- 
imately a linear function of the in- 
put bias tut rent. The VSWR of the 
diode attenuator is less than 1.5 
from minimum to 30 db attenua- 
tion with a maximum of 2 db in- 
sertion loss across the Frequency 
band. 
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in unleveled operation, the l)i.is 
current in the p-i-ti attenuator is 
controlled by the parallel combina- 
tion of the power level control, 
Frequency marker circuit, square 
wave circuit, and blanking circuit, 
The arrangement thus allows more 
than one modulation function to 
occur at the same time, in internal 
square-wave Operation, for example, 
one can control the peak power out- 
put by adjusting the power i evei 
control. In addition, the markers 
arc present in square wave opera- 
tion and are approximately the 
same magnitude in db when the 

POWER level control setting is 
i hanged. 

In leveled operation, the power 
LEVEL control and modulation cir- 
cuits are connected to the reference 
voltage side of the M.C amplifier. 

I he output of the amplifier is co li- 
ne* led direct!) i<> the i>-i-n diode at- 
tenuator when the ALG switch is 
depressed. 

The helix of the backward-wave 
ostillatoi tube is driven b\ a high 
voltage amplifier and power suppl) 
which provides the frequent) tim- 
ing voltage. The RF output fre- 
quency changes linearly as the he- 
lix voltage changes exponentially. 

Hence, a diode shaping-network is 
located in the feedback network 
of the amplifier to provide 9 lin- 
ear voltage-to-frequency conversion 

from the input of the helix ampli- 
fier to the RF output ol the BW'O 
tube. This is shown in more detail 
in Kg. 7. W hen V,„ is zero volts, the 
overall gain of the helix amplifier 
is approximately R„ R„. As V,„ in- 
creases positively, diodes Dl, 1)2. 
D3, etc. become forward biased. 
( ausing R,. l-i be shunted b\ Rl . RL'. 
R.S. etc Thus the gain ol the helix 
amplifier is a function of the input 
sweep voltage. By suitably choosing 
RI. R2. R3. etc., the tuning charai 
teristit (RF frequency vs helix volt- 
age) of the BW'O ran be very nearly 
approximated with a linear input 
sweep voltage. 

The helix amplifier i Fig. f>) is 



driven by the sweep circuits, which 
also provide the sweep output, 
sweep reference output, blanking 
signal, pen lift relay, and re f erence 
input to the frequencj market <ii 
cult. The sweep circuits are shown 
in more detail in Fig. k. a Lineat 

sawtooth voltage is generated b\ a 
regenerative Miller integrator, or 
phantastron, which is <lamt)ed at 
both the top and bottom ends of 
the sweep lot greater IrequciK v-end- 
poini accuracy. The sawtooth volt- 
age is fed to an "inverting ampli 

fier" which generates ,m inverted 

sweep of the same magnitude as the 
phantastron sweep. In start/stop 
operation, a portion of the pbanta& 
iron sweep, determined by the set 
ting ol the start Few control, is 

added to a portion of the inverted 
sweep, determined by the selling ol 
the STOP AE control, through equal 
slimming resistors (R,). The result- 
ing output is also a sawtooth volt- 
age which begins at V.,.,,. sweeps 
to V,,,,,,, and then returns to V.,., 
V,,., , is the voltage at the input ol 
the helix amplifier which establishes 
the start frequency of the BWO 
tube: similarly, V.,,,,, likewise est.il>- 
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Fig. 7. Block diagram ol helix supply. 

lishes the stop frequency. The out- 
put sawtooth is then fed tO the helix 
power supply directly and fed. 

through a cathode-follower, t" the 
marker circuits and to the rear 
panel sweep reference jack. 

The marker t in nils are ai mated 
when the input voltage, determined 
by a divider between the sweep 
REFERENCE and the m arker controi 
voltage, goes through approximate- 
ly zero volts. The marker voltage is 
set by i he marker control and a re- 
sistor connected to the — 86-VOll 

supply- 
In aF operation, the phantas- 
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Fig. 8. Block diagram of succp circuit arrangement. 
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turn output is fed onlj to the invert- 
ing amplifier. fne stari cw con- 

Mill is connected through ;i resistor 
to tin- -f-275-voli supph anil pro- 
vides the voltage which sets the CW 
frequency. The inverting amplifier 
output is divided by ;i factor of It'll 

and balanced around ground by 
means of a resistor connected to the 
— 300-voli supply. The stop afcoii- 
trol then determines ilie bandwidth 
of the sweep by selling the sweep 

voltage being led to the summing 

resistors. 

Marker sweep operation is ob- 
tained merely by exchanging the 

si \rt <:w and stop Ai controls with 
[lie two MARKER controls as shown. 
The makkkr controls are identical 
to the st\rt stop controls and are 
initially calibrated in marker 
sv> esse. 

In external FM operation, the 
start/cw control is again connected 
through a resistor i<> the 4-27S*voll 
supply to provide the CW fre- 
quency control. I lie external KM 
input is led into the inverting am- 
plified and directly to the summing 
resistors. The inverting amplifiei 
has a voltage gain of approximately 
I when connected in the external 
I'M position. 

In MANUAL SWEEP, a potent iom- 
eter is connected to the sweep cir- 
cuits in place of the phantasiton, \ 
resistor is connected in series with 
the MANUAL sweep control to pro- 
vide the -(— 1 55 volts at the top of 
the control. 

GENERAL 

The backward-wave oscillator 
lube in the 690 Series Sweep Oscil- 
lators is well protected in the event 
of power supply malfunctions and 
from turn-on transients. A time-de- 
lay relay prevents the high-voltage 
helix, collector, and anode power 
supplies from being actuated until 
at least one minute after the BWO 
filament has been on. This allows 
the electron gun m stabilize before 
the high voltages are applied, whit h 
results in a longer tube life. In addi- 
tion, an overload relay shuts oil the 



helix, collector, and anode tin nils 
it the helix or anode current be- 
comes excessive, \nothei relay lo- 
cated in the Bvvo filament supply. 

is actuated if the filament voltage 

becomes excessive in the BWO I he 
filament relay disconnects the BWO 
filament and turns off the helix, col 
lector, and anode power supplies. 

Another feature, exclusive in the 
"B" series sweep oscillator, is the 
"RE" light, which turns on only 
when the BWO cathode cut rent is 
within 10% of its rated value. The 
RF light indicates that rated power 
is being delivered by the BWO tube 
and eliminates the necessity of a 
current-monitoring meter on the 



CONDENSED SPECIFICATIONS 
-hp- 

MODEL 691A AND 691 B 
MICROWAVE SWEEP OSCILIATORS 



FREQUENCY RANGE:" 1 to 2 gc 
SWEEP FUNCTIONS: 

START STOP SWEEP: Sweeps from 
"start" to "stop" frequency setting. 
Range: Both settings continuously ad 
justable over entire frequency range. 
End point Accuracy: -1% (691A); 
* 10 mc (691 B). 

MARKER SWEEP: Sweeps from "Marker 
1" to "Marker 2" frequency setting 
Range Both settings continuously ad 
lusted over entire frequency range 
End point Accuracy: I 1% (691A). 
_LlO mc (691B) 

AF SWEEP: Sweeps from low to high 
frequency, centered on CW frequency 
setting 

Width: Continuously adjustable, zero 
to 100 mc. 

Width Accuracy -*-20 mc (691A): 
=.20% of AF being swept or 1 mc. 

whichever Is greater (691 B) 

Center-frequency Accuracy: * I % 

(691A); -10 mc (691B). 
FREQUENCY MARKERS: Two frequency 
markers, independently adjustable over 
the full frequency band, internally mod 
ulate RF power output. 
ACCURACY: ±1% (691AI: -10 mc 

(69 IB) 

RESOLUTION Better than 0.05% at any 
frequency. 

CW OPERATION: Single frequency RF out 
put selected by START STOP or MARKER 
1 control, depending upon sweep func 
tion selected. 

ACCURACY: ±1% (691A), -10 mc 
(691B). 

PRESET FREQUENCIES: Start stop 
sweep end points and marker fre 
quencies can be used as four preset 
CW frequencies. 
FREQUENCY STABILITY: 0 01%/"C. 
RESIDUAL AM: At least 40 db below car 

ner amplitude 
RESIDUAL FM: Less than 30 kc peak 
SPURIOUS SIGNALS: Harmonics, at least 
20 db below CW output; non harmonics, 
at least 40 db below CW output 



limit panel. In the "A" series the 
"RF" light is actuated when helix 
and anode voltages are applied. 
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SWEEP MODE: 

AUTO: Sweep recurs automatically. 

MANUAL: Front-panel control vanes RF 
frequency between the exact end-fre- 
quency settings in any of the above 
sweep functions. 

TRIGGERED: Sweep actuated by front 
panel pushbutton or by externally ap 
plied signal. lOv peak, >1 >isec 
pulse width, >0. 1 v/sec rise. 

FREQUENCY LINEARITY:"' 11% (691A); 
•- 10 mc (691B) 

MAXIMUM LEVELED POWER ACROSS THE 
ENTIRE BAND: At least 60 mw I691A); 
at least 40 mw '691B). 

POWER VARIATION: 

EXTERNAL LEVELING: 1 0 1 db plus 
coupler and detector variation ( — 0.2 
db with -hp— 780 series directional 
detector) Internal dc-coupled leveling 
amplifier. Power output can be con- 
tinuously varied over at least a lOdb 
range with front-panel level set con 
trol 

INTERNAL LEVELING (Option 01): ±0.3 
db. Power output can be continuously 
varied over at least a 10-db range 
with front-panel level set control 

UNLEVELED: 691A: Less than 10 db 
over entire band. Power can be con- 
tinuously varied with a front-panel 
control over at least a 10-db range 
during sweep operation, over at least 
a 30-db range during CW operation 
69 IB: Less than 10 db over entire 
band. Power can be continuously var 
ied with a front-panel control over at 
least a 30 db range. 

EQUIPMENT SOURCE MATCH: 

EXTERNAL LEVELING: Depends upon 
coupler (1 06 with -hp— 786D Direc- 
tional Detector). 

INTERNAL LEVELING (Option 01): 1.06 
UNLEVELED: Less than 2.5. 

OUTPUT IMPEDANCE: 50 ohms, type N 
female connector 

POWER: 115 or 230 volts - 10%. 50 to 60 
cycles Approximately 350 watts 

PRICE: J3500 (691A); 13800 i691B) 

OPTIONS: 

01 Internal leveling, add J275 00. 
02: RF output on rear panel only, add 
$15.00. 



* Oiler frequency ranges available upon request. 
"- Correlation between frequency and either the sweep output or refetence output. 
Prices f.o.t) factory Data subject to change without notice, 

SPECIFICATIONS FOR OTHER SWEEP OSCILLATORS IN THIS SERIES, NOT IN- 
CLUDED HERE BECAUSE OF SPACE LIMITATIONS. ARE AVAILABLE ON REQUEST 
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Fig. 5. IIF interaction region of cesium beam lube 
employs small sialic magnetic field ((' field) which 
must he homogeneous. 
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No Error Due to \ 
Phase m Cavity 



Assymmetncal Line- 
/ Error in Transition because 
of Phase Shift in Cavity 
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Fig fi. Dashed line shows asymmetrical transition 
resulting if phase difference exists between cavity 
excitation signals. Solid line is same as Fig. •/. 



The new cesium beam tulip, designed 
expressly for -hp- hy Varian Associ- 
ates, uses tlie Ramsey method of two 
separated cavities for excitation, as 
shown in Fig. r >. The heam of selected 
atoms enters the static magnetic field 
region, commonly known as the (' field, 
from the left and passes through the 
cavity ends where the interaction with 
the microwave field takes place. 

The output of the heam tube is a dc 
current which depends on the fre- 
quency of excitation This current de- 
velops a voltage across the 200-mcgohm 
input impedance of the -hp- 4I2A DC 
Voltmeter, which in turn supplies an 
output voltage to the Y-axis input of 
the recorder (Fig. 1). 

The S> nthesizer is used in the search 
mode in which a selected digit oi the 
output frequency can he varied con- 
tinuously from 0 to 9 hy an externally 
derived sweep voltage. The sweep volt 
age i~ also supplied to the X-axis in- 
put of the recorder. 

A plot of output current versus fre- 
quency is shown in Fig. '_' This repre- 
sents the microwave spectrum of the 
ground state hyperfine structure of 
CV" as ohserved in a heam tuhe meas- 
ured with the system of Fig. 1. 

An expanded view of the three cen- 
tral lines is shown in Fig .3. while Fig. 
4 shows the central portion of the cen- 
ter line. The scale changes are made 
by changing the digit that Ls swept hy 
the Synthesizer. Much finer (and 
coarser) resolution is possible with this 
instrument. 

Some magnetic field non-uniformi- 
ties may be detected easily with such 
curves. If the fields within the cavity 
ends differ from the average field be- 
tween the ends, the interference or rap- 



idly oscillating part of the transition 
will be shifted from the center of its 
pedestal. This will lie must noticeable 
on the -.'!- -3 and +3- +3 transi 
lions. In Fig. 2 this is present to a 
slight extent showing that the fields in 
the cavity ends are alxiut 2 a „ lower 
than the average of the field between. 
If the fields in the two ends are not 
the same, the pedestal will widen or 
even split into two pedestals. No ap- 
preciable evidence of this is present in 

Fig. 2. 

Transition frequency is defined as 
the point of zero slope on the central 
line in each transition. The desired 
transition is the central one laln-led 
0 - 0 in Figs. 2, 3 and -I which is, to first 
order, independent of the dc magnetic 
field. There is. however, a small de- 
pendence on the square of the mag- 
netic field (assuming a uniform field I 
This is given by 

It- f„ = 427B" 

where r is the transition frequency in 
cps in the field B and Bo is the transi 
lion Frequency in a zero field IB is in 
gauss). This shift amounts to slightly 
more than I x 10 "' in a field of 50 milli 
.:;tnss 

The other transitions shown in Fig 
2 are field dependent transitions. They 
differ in frequency from the 0 • 0 tran- 
sition hy integral multiples of 7.0 x 
10 B. the —3 - -3 and +3 - +3 transi- 
tions being removed by approximately 
105 kc in a uniform field of 50 milli- 
gauss. All these transitions (as well as 
the 0-0 transition) require that the 
st.itu magnetic field In- parallel to the 
RF magnetic field. 

To determine the precise value of 
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the 0 - 0 transition frequency, it is nec- 
essary to know the square of the field. 
This can lie computed from the aver- 
age of the field which in turn can be 
determined hy measuring the frequen- 
cies of the microwave field dependent 
transitions. The square of the average 
field. however, is the same as the aver- 
age of the square of the field o/i/v if 
the field is uniform. For this reason, a 
good beam tube should have a uniform 
C field 

The slight wiggles between the main 
transitions in Fig. 3 are weak lines 
Caused by 0 - + 1 (or +1-0) and — I 
•0 (or 0 —1) transitions which re- 
quire a static magnetic field perpen- 
dicular to the RF magnetic field. Their 
presence indicates a slight lack of par- 
allelism between the fields. 

If these low-level transitions appear 
with an interference pattern, both 
cavity ends have nan-parallel fields II 
the interference pattern does not ap- 
pear but a pedestal is present, only one 
end has a non-parallel field. The ped- 
estal is produced by Rabi or single- 
cavity excitation due to the one cavity 
end with non-parallel fields. 

One other source of error can he- 
checked. If the phase of the micro 
wave cavity is not the same- at the two 
places where the beam goes through, 
the transition frequency will he in er- 
ror. Also, the resonance pattern will be 
asymmetrical' as shown in exagger- 
ated fashion in Fig •>. Examination of 
Fig. 4 reveals no detectable asym 
metry attributed to this cause. 

— Leonard S. Culler 

' I. Mollonay ft al, "Comparison and Evaluation of Ce- 
sium Atomic Beam Freouency Standards." Proc IRE 
Vol 47 no 10 
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EXAMINATION OF THE ATOMIC SPECTRAL LINES 
OF A CESIUM BEAM TUBE WITH 
THE -hp- FREQUENCY SYNTHESIZER 



One of the interesting projects nearing com 
pletion in the hp laboratories is the develop- 
ment of a Cesium Beam Frequency Standard 

In the course of such ■ project, it becomes 
desirable to investigate the homogeneity of 
the small magnetic field used in the region 
wherein occur the transitions of The cesium 
atoms from one energy state to another. The 
frequency of the desired transition (9192- Mc) 
has a small but significant dependence on the 
average of The square of this magnetic field 



It is easy to measure the average of this field 
and then to compute its square, but this is 
the same as the average of the square only if 
the field is absolutely homogeneous. There- 
fore, it is necessary to investigate this ho- 
mogeneity, and this can be done by careful 
analysis of the microwave spectrum of the 
beam tube. 

In the hp- laboratories this investigation 
has been carried out with high resolution by 
using the hp Frequency Synthesizer This 



instrument, to be described in an early issue, 
is a generator that provides known frequen 
ctes with very high resolution (.01 cps incre- 
ments up to 50 Mc). with very high accuracy, 
and with very high spectral purity 

The brief accompanying discussion de- 
scribes how the use of this generator has per- 
mitted plotting the beam tube spectrum and 
gives the results obtained Even higher resolu- 
tion was readily possible wilh the Synthesizer 
had it been desired. 



'SEFUL information about the 
quality of the small static magnetic 
lii-lil within a cesium beam tube is ob- 
tained from examination of the cesium 
microwave spectral lines. To obtain 
such information in fine detail during 
the development of a cesium beam fre- 
quency standard at Hewlett-Packard, 
these lines were plotted with the aid 
of the -hp- 5IOOA/5I10A Frequency 
Synthesizer. The spectrally-pure, pre- 
cisely-controlled frequency output of 
this instrument enhanced the accuracy 
of the measurements. 

The system fur making the plots is 
shown in Fig 1 The frequency trans- 
lator adds the Synthesizer output to a 
fixed harmonic of the stable -t Mc 
source to provide a pure excitation fre- 
quency at 9192 Mc. This frequency 
is varied through a narrow ranee by 
the Synthesizer. 

(Concluded on p. 7) 
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FREQUENCY 



Fig. 2. Microwave spectral lines of (V as plotted with 
system shoien in Fin '■ Frequency of I). I) transition 
lor a zero magnetic field is 9192m 1770 Mc (defined 
in Epkemeris time). 




FREQUENCY 

Fig. 3. Plot Of central lines of Fin. - os expanilcd by 
changing push-button setting ol synthesizer search 
frequency hy one dll imal place and by adjustment 
of recorder horizontal gain. 





FREQUENCY 

Fig, 4. Central transition of Figs. 2 and 3 on greatly 
expanded scale also obtained by changing search fre- 
quency selling of synthesizer by one decimal place 
and adjustment of recorder horizontal gain. 
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